[Determination of reference values of plasma oncotic pressure by the Wescor Cop Oncometer].
The authors studied the standard values for plasma oncotic pressure in 216 blood donors. They compared the oncotic pressure in terms of sex and whether a serum or plasma sample was used. They also studied the stability of the oncotic pressure over a 24 hour period.